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Test Report

Report Number: SSMT-R-2020-02364-02B

Sample Name:  Sampling swab

Study Title: Intracutaneous Reactivity Test

Standard: ISO 10993-10:2010
Test facility Sponsor
Jiangsu Science Standard Medical Suzhou Shengtian Biotechnology Co.
Testing Co., Ltd. LTD
C4 Building, No.9 Changyang Road, Wujin F3, B5, No. 35, Dongfu Road, SIP, Suzhou
District, Changzhou, Jiangsu, China 215123, China

Jiangsu Science Standard Medical Testing Co., Ltd.
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